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Abstract

Background: Ablation index (AI) is a new lesion quality marker that has been de-

monstrated to allow a high single‐procedure arrhythmia‐free survival in single‐
center studies. This prospective, multi‐center study was designed to evaluate the

reproducibility of pulmonary vein (PV) isolation guided by the AI.

Methods: A total of 490 consecutive patients with paroxysmal (80.4%) and persis-

tent AF underwent first time PV isolation and were divided in four study groups

according to operator's preference in choosing the ablation catheter (a contact force

(ST) or contact force surround flow (STSF) catheter) and the AI setting (330‐450 or

380‐500 at anterior wall or posterior wall, respectively).

Results: At 12 months a high rate of freedom from AF recurrences was observed

in patients with both paroxysmal and persistent AF (91% vs 83.3%; P = .039).

There was no difference in the rate of AF recurrence among the four study

groups (4.5% in group ST330‐450, 12.2% in group ST 380‐500, 14.9% in group

STSF330‐450, 9.4% in group STSF380‐500; P = .083). Recurrence was also

similar between patients treated with a ST (8%) or STSF catheter (12.1%; P = .2),

and within patients targeting an AI settings of 330 to 450 (10.9%) or 380 to 500

(10.3%; P = .64). In patients with paroxysmal AF, there was no difference (P = .12)

in the 1‐year freedom from AF recurrence among 14 operators that performed

≥10 ablation procedure.
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Conclusions: An ablation protocol respecting strict criteria for contiguity and quality

lesion resulted in high rate of 1‐year freedom from AF recurrence, irrespective of

the ablation catheters, AI settings, and operator.
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1 | INTRODUCTION

Catheter ablation is a well‐established treatment option for patients

with symptomatic atrial fibrillation (AF) and is more successful at

maintaining stable sinus rhythm than antiarrhythmic drugs. Pulmonary

vein (PV) isolation is the cornerstone of catheter ablation in patients

with both paroxysmal and persistent drug‐refractory AF. The high rate

of arrhythmias recurrence, mainly related to PV reconnection, and

the wide outcome variability among several operators still remain the

main limitations of AF catheter ablation.1‐3 Recently, several techno-

logical improvements have been introduced to improve the efficiency

of PV isolation. Among them, the ablation index (AI) (Biosense Web-

ster, Diamond Bar, California), a new marker of radiofrequency (RF)

lesion quality, allowed a high rate of first‐pass PV isolation4‐8 and a

high single‐procedure arrhythmia‐free survival at 1 year.4‐7 The aim of

this prospective, multi‐center study, is to evaluate the reproducibility

and outcome of PV isolation guided by the AI.

2 | METHODS

The ablation index registry (ClinicalTrials.gov Identifier: NCT03277976)

is a prospective, multi‐center, research study designed to evaluate the

acute achievement of PV isolation with ThermoCool SmartTouch (ST)

(Biosense Webster) or ThermoCool SmartTouch surround flow SF (STSF)

(Biosense Webster) catheter using the AI Module. Enrollment started in

November 2017 and ended in July 2018. The study was approved by

local ethics committees and complied with the declaration of Helsinki

guidelines. Written informed consent was obtained from all patients.

2.1 | Study population and study protocol

Enrollment criteria and ablation protocol have been already de-

scribed.8 Briefly, we enrolled patients with paroxysmal or persistent

AF who underwent their first AF ablation. Each operator performed

AF catheter ablation using its own ablation technique as concerning

the ablation catheter (ST or STSF) and the AI setting (380 posterior‐
500 anterior and 330 posterior‐450 anterior). No randomization was

required nor was there any deviation from the clinical practice of

each center and operator. Therefore the enrolled population was

divided in four groups: group ST 330 to 450, group ST 380 to 500,

group STSF 330 to 450, and group STSF 380 to 500.

Given that the rate of PV isolation with a standard wide antral

circumferential ablation technique (first‐pass isolation) is about 70%,8

we wanted to test if one of two catheters or one of two AI settings

could increase the first‐pass isolation rate of at least 10% (from 70%‐
80%, 95% confidence interval, 75%‐85%). Patients were divided in

four groups and enrollment stopped when at least 80 patients were

enrolled in each group. The primary end point of the study, the rate of

PV isolation after first encirclement (first‐pass isolation), has been

already reported.8 Now we report the 1‐year follow‐up, comparing the

outcome in the four study groups, between the two AI settings,

between the two ablation catheters, and among different operators.

2.2 | Ablation protocol

The ablation procedure has been already described.8 Briefly, the ab-

lation was usually performed under effective oral anticoagulation, and

antiarrhythmic drugs were usually withdrawn before scheduled pro-

cedure. Ablation was carried out under conscious sedation or general

anesthesia according to operators' preference. One or two transeptal

accesses to the left atrium were achieved using a standard approach.

Then, a duodecapolar circular mapping LASSO (Biosense Webster)

catheter and the ablation catheter (ST or STSF) were placed in the left

atrium. Left atrium mapping was performed in sinus rhythm. Patients

with AF at the beginning of the index procedure underwent electrical

cardioversion. After left atrium reconstruction the effective PV‐left
atrium electrical connection was checked by LASSO catheter.
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RF pulses were delivered using the 3.5‐mm Thermocool ST or STSF

Catheter in power control mode. RF power was set between 20 and

35W depending on different left atrial sites and the catheter tip was

irrigated by saline at a flow rate of 2mL/min during mapping and of

8mL/min (STSF) or 17mL/min (ST) and 15mL/min (STSF) or

30mL/min (ST) for outputs of less than and greater than 30W, re-

spectively.9 RF energy was delivered to produce a circumferential

ablation around the proximal part of each PV's ostium or around ip-

silateral PVs according to the patient's anatomy or operator's pre-

ference. The lesion around the PV ostium was created by sequential

point‐by‐point application of RF energy. Real‐time automated display

of RF applications (Carto VISITAG Module; Biosense Webster)10 was

used with predefined settings of respiration adjustment, catheter

stability (3mm for 3 seconds), minimum contact force (3 g over mini-

mum 25% of time), with the lesion tag display size of 3mm, and AI

thresholds: 450 for anterior wall and 330 for posterior wall, or 500 for

anterior wall and 380 for posterior wall. The ridge between the left

atrial appendage and the left superior PV was considered anteriorly. In

case of dislocation, a new RF application reaching the AI target was

applied. Maximal inter tag distance between two neighboring Visitag

was ≤6mm.4,11 Upon completion of circumferential ablation the cir-

cular mapping LASSO catheter was used to confirm PV isolation (first‐
pass isolation). In the absence of isolation after completing the circle,

LASSO guided touch‐up ablation was delivered until PV isolation was

achieved. Resumption of left atrium to PV conduction was evaluated

at 30minutes after ablation. In case of reconnection PVs were newly

isolated targeting the points of electrical breakthrough.

All patients underwent a postprocedural electrocardiograghy (ECG).

Postprocedure ECG or other imaging was at the operators' discretion.

2.3 | Postablation management and follow‐up

An interrupted oral anticoagulation strategy was pursued in all

patients. After ablation the oral anticoagulation was administered for

at least 3 months and longlife in patients with a CHA2DS2‐VASC
score ≥2. Patients with paroxysmal AF were discharged without

antiarrhythmic drugs. Patients with persistent AF were discharged

with or without antiarrhythmic drugs according to clinician's pre-

ference. Patients were scheduled for follow‐up examinations 1, 3, 6,

and 12 months after the initial treatment, and the clinical assessment

of AF recurrence during the follow‐up visits was performed by ECG

and 24‐hour Holter monitoring. Different methodology of measure-

ment of left atrium volume precluded reporting this variable.

Ablation was deemed successful in the absence of symptomatic

or asymptomatic atrial tachyarrhythmias lasting more than 30 sec-

onds identified on surface ECG or on 24‐hour Holter monitoring, off

antiarrhythmic drug therapy. In patients with persistent AF we

considered the ablation successful in absence of symptomatic or

asymptomatic atrial tachyarrhythmias regardless of antiarrhythmic

drug therapy used. As early relapse of atrial tachyarrhythmias within

the first 3 months after RF ablation may be a transient phenomenon,

this transition period was excluded from the final analysis.12

2.4 | Statistical analysis

Continuous variables are expressed as mean ± standard deviation or

median and interquartile range according to their distribution. Nor-

mality of data distribution was tested with Shapiro‐Wilk test. Catego-

rical variables are expressed as absolute number with percentage (%).

Comparison among groups for continuous variables was performed by

the unpaired the Student t test or the Mann‐Whitney U test. Compar-

ison of categorical variables among groups was performed by χ2 test.

The reproducibility between operators was assessed by the χ2 test. The

rate of freedom from any atrial tachiarrhythmias was assessed by using

the Kaplan‐Meier curve. Statistical significance was set at a two‐tailed
probability level of <.05. All statistical analyses were performed using

SPSS software (Version 24.0; IBM, Armonk, NY).

3 | RESULTS

3.1 | Study population

A total of 490 patients were enrolled: 96 patients in ST 330 to 450

group, 81 in ST 380 to 500 group, 162 in STSF 330 to 450 group, and

151 in STSF 380 to 500 group. The clinical characteristics of the study

population have been already reported.8 Briefly the mean age was

59 ± 11 years, 71% of patients were males, the mean body mass index

was 27.1 ± 4.2, the mean left ventricle ejection fraction was 58 ± 8, 394

(80.4%) patients had paroxysmal AF, 36.8% had hypertension, and 6.3%

had diabetes mellitus.

3.2 | Procedural data

The mean procedural time was 127 ± 64minutes, with a mean

fluoroscopy time of 400 ± 404 seconds, and a mean RF time of

31.9 ± 11.8minutes. Steerable sheaths were used in 48 (9.8%) patients,

the mean contact force was higher when a steerable sheath was used

(14.20 ± 4.97 g vs 10.79 ± 3.95 g; P < .001). In 330/490 (67.3%) patients

the first‐pass PVs ablation lines were performed without any gaps,

32/490 (6.5%) patients had at least one gap in left PVs ablation line,

33/490 (6.7%) patients had at least one gap in right PVs ablation line,

and 95/490 (19.4%) patients had at least one gap in both left and right

PVs ablation lines. The targeted AI value was not reached in 2028/

16 896 (12%) tags along the left PVs ablation line, and in 2037/17 716

(11.5%) tags along the right PVs ablation line. The rate of first‐pass PV
isolation was 90 ± 16%. Resumption of left atrium to PV conduction

30minutes after ablation was observed in 5.6% of PVs. The rate of first‐
pass PV isolation was similar among the four study groups, whereas

procedure (ST330 129 ± 44minutes, ST380 144 ± 44minutes, STSF330

120 ± 72minutes, STSF380 125 ± 73minutes; P < .001) and fluoroscopy

time (ST330 542 ± 285 seconds, ST380 540 ± 416 seconds, STSF330

257 ± 356 seconds, STSF380 379 ± 454 seconds; P < .001) significantly

differed.8 A complication (four pericardial effusions, two transient

phrenic nerve palsy, one cardiac tamponade, one pneumonia) was
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observed in eight (1,6%) patients without any difference among the four

study groups (P = .55).

3.3 | One‐year outcome

One‐year follow‐up was available in 452/490 (92.2%) patients. Dur-

ing the blanking period 43/452 (9.5%) patients had an atrial ta-

chyarrhythmia recurrence. There was no difference in the 1 year AF

recurrence rate between patients with and without early relapses

(18,6 vs 12.2%; P = .23). At 12 months follow‐up a higher rate of

freedom from AF recurrences was observed in patients with both

paroxysmal (91%) versus persistent (83.3%; P = .039) AF (Figure 1).

Twenty‐five/96 (26%) of patients with persistent AF were on anti-

arrhythmic drugs: 13 patients were on flecainide, eight on amiodar-

one, one on propafenone, one on sotalol, one on dronedarone, and

one not specified. During the 12 months follow‐up 22 (4.9%) patients

had an atrial tachycardia or atrial flutter recurrence: 15 patients

during the blanking period, and 7 patients after.

There was no difference in the rate of atrial arrhythmias recur-

rence among the four study groups (4.5% in group ST330‐450, 12.2%
in group ST 380‐500, 14.9% in group STSF330‐450, 9.4% in group

STSF380‐500; P = .083) (Figure 2). At 12 months follow‐up the rate of

atrial arrhythmias recurrence was also similar between patients

treated with a ST (8%) and STSF catheter (12.1%; P = .2) (Figure 3),

and between patients targeting an AI setting of 330 to 450 (10.9%)

or 380 to 500 (10.3%; P = .64) (Figure 4).

3.4 | Reproducibility

Overall 25 European centers (Appendix) enrolled patients in the

study, and the ablation procedures were performed by 40 operators.

To avoid bias due to the low number of patients effectively treated

and the use of antiarrhythmic drugs, we limited the analysis only to

patients with paroxysmal AF. There was no difference (P = .12) in the

1‐year freedom from AF recurrence among 14 operators that per-

formed ≥10 ablation procedure. When we considered all operators,

there was no difference in 1‐year freedom from AF recurrence be-

tween the 14 operators that performed ≥10 procedures and the 26

operators that performed <10 procedures (P = .5) (Figure 5).

4 | DISCUSSION

The present study demonstrates that an ablation protocol, respecting

strict criteria for contiguity and quality lesion, was feasible, and

resulted in high rate of 1‐year freedom from AF recurrence, both in

patients with paroxysmal and persistent AF. The results were

reproducible among different operators, and were not impacted by

the ablation catheters and AI settings chosen.

PV isolation is considered the cornerstone of AF ablation in both

paroxysmal and persistent AF. Despite the high acute success rate,

achieving durable PV isolation has proven challenging. The high rate

(up to 86%) of delayed recovery13 in PV conduction has translated

into disappointing single‐procedure success rates.14 Recently a

new RF lesion marker has demonstrated to improve the efficiency of

PV isolation. De Pooter et al15 studied 45 patients undergoing repeat

ablation for AF recurrence after first AI guided PV isolation

procedure. They found that the likelihood of finding 4 isolated PV at

the time of repeat ablation for AF is 62%, higher than previously

reported,16 concluding that PV reconnection is no longer the

rule in patients with AF recurrence. This finding might justify the

favorable acute and 1‐year outcome after a PV isolation strategy

based on stable, contiguous, and optimized RF applications by

means of AI.4‐7 However all these studies were single‐center and,

F IGURE 1 Kaplan‐Meier estimation of the
time to atrial arrhythmia recurrence after the

blanking period in patients with paroxysmal
and persistent atrial fibrillation. The Kaplan‐
Meier curve for persistent atrial fibrillation

refers to freedom from atrial arrhythmias
with and without drugs, and for paroxysmal
atrial fibrillation without drugs

4 | STABILE ET AL.



overall, enrolled 475 patients. In our multicentre study we

confirm these findings observing about 90% rate of freedom from

AF recurrence. Moreover, we reported a high (>80%) 1 year success

rate also in patients with persistent AF. Our findings were not im-

pacted by the catheter (ST or STSF) chosen nor above all by the AI

setting.

There is still a debate on the best AI values that allow effective, safe

and durable PV isolation. Das et al17 studied the relationship between

the AI and PV reconnection at repeat electrophysiology study. From

receiver operating characteristic (ROC) curve analysis, optimal cutoff

points (Youden index) were calculated. For AI, the optimal cutoff for

anterior/roof segments was 376 (sensitivity 63.6%, specificity 77.8%,

F IGURE 2 Kaplan‐Meier estimation of the

time to atrial arrhythmia recurrence after the
blanking period in the four study groups

F IGURE 3 Kaplan‐Meier estimation of the
time to atrial arrhythmia recurrence after

the blanking period in patients ablated
with the ThermoCool SmartTouch (ST) or
ThermoCool SmartTouch SF (STSF) catheter
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and positive predictive value 97.2%) and for posterior/inferior segments

was 340 (sensitivity 52.9%, specificity 94.3%, and positive predictive

value 98.2%). No late reconnection was seen in anterior/roof segments

where the minimum AI value was ≥480 or in posterior/inferior seg-

ments where the minimum AI value was ≥370. Haddad et al18 studied

acute and late PV reconnection. By ROC curve analysis they found the

highest (90%) specificity to predict durable PV isolation with an

AI > 550 on the anterior wall and >417 on the posterior wall. We have

no data on late PV reconnection, however we did not observe any

difference in 1‐year outcome between an AI setting using higher (380‐
500) or lower (330‐450) values. Our findings, might be justified by Ullah

et al16 series. They showed that ablation beyond 430 AI provides

minimal additional biophysical efficacy, suggesting an upper limit to use

for clinical ablation.

Reproducibility of AF catheter ablation safety and efficacy still re-

mains an unsolved issue.1 RF ablation, the current most used energy

source in most countries,3 of AF is a technically complex procedure,

with a long‐learning curve, and its results seem to largely depend on

center's experience. In recent years, cryoballoon ablation of AF has

been introduced as an alternative “single‐shot” approach for PV isola-

tion. Several multicenter studies19,20 showed the higher reproducibility

of cryoballoon ablation compared with standard RF ablation as regards

midterm outcomes of catheter ablation of AF, with lower inter‐operator
and inter‐center variability. We8 have already demonstrated that AI

guided PV isolation allows comparable rate of acute PV isolation among

operator with different skill performing ablation with different cathe-

ters, AI settings, procedure and fluoroscopy times. The present study

extends this finding on 1‐year outcome, confirming the high reprodu-

cibility of outcome when AF ablation is performed with a point‐by‐point
approach, both in patients with paroxysmal and persistent AF.

Moreover, in our study AI guided PV isolation seems to perform equally

well when ablation is performed by high‐volume operators as compared

with low‐volume operators (Figure 5).

4.1 | Limitations

First, this is a non randomized study. No deviation from the clinical

practice of each center and operator was required. Nevertheless, AF

F IGURE 4 Kaplan‐Meier estimation of the

time to atrial arrhythmia recurrence after the
blanking period in patients ablated using
the high (380‐500) or low (330‐450) AI
setting. AI, ablation index

F IGURE 5 Atrial fibrillation recurrence rate between low‐volume
(<10 procedures) and high‐volume (≥10 procedures) operators
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ablation registries offer a unique opportunity to collect data from

large numbers of patients to examine outcomes. In particular, re-

gistries might help assess how ablation is being performed in the

“real world” compared with controlled clinical trials that are often

performed on a highly selected patient.

Population in very experienced centers. Second, a minority of pa-

tients (7.8%) were lost to follow‐up. This can be explained by the fact that

patients were frequently referred for ablation by their local cardiologists

and were transferred to their care after discharge. Third, every operator

reported that the ablation was usually performed under effective oral

anticoagulation, and after ablation the oral anticoagulation was ad-

ministered for at least 3 months and longlife in patients with a

CHA2DS2‐VASC score ≥2, however no detailed data on anticoagulation

protocol during follow‐up was available. Fourth, we reported a high mean

left atrium volume that would indicate massive left atrium enlargement.

However, it was measured with different methodology according to op-

erators' preference and, in some cases, the use of the CARTO tool to

calculate the left atrium volume may have overestimated it.

Lastly, sinus rhythm maintenance was based mainly on patients’

symptoms, ECG and scheduled 24‐hour Holter monitoring. Asymp-

tomatic or short‐lasting AF episodes may have occurred unnoticed,

and our success rate may have been overestimated. Moreover 26%

of patients with persistent AF were still on antiarrhythmic drugs.

5 | CONCLUSIONS

In conclusion, an ablation protocol respecting strict criteria for con-

tiguity and quality of lesions resulted in high rate of 1‐year freedom
from AF recurrence, irrespective of the ablation catheters, and AI

settings. The result was reproducible among different operators, both

in patients with paroxysmal and persistent AF.
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APPENDIX: CENTERS THAT ENROLLED PATIENTS IN

THE STUDY

A.R.N.A.S. Civico Cristina Benfratelli, Palermo, Italy (2); Azienda

Ospedaliera Pisana, Pisa (3); A.O. Ospedale di Lecco, Italy (3);

Ospedale Pertini, Roma, Italy (3); Hôpital Privé Du Confluent (HPCN),

Nantes, France (3); Ospedale Vito Fazzi, Lecce (4); Casa di Cura San

Michele, Maddaloni, Caserta, Italy (5); Ospedale S. Maria del

Carmine, Rovereto, Trentino, Italy (6); Center of la Pitié Salpetriere,

Paris, France (8); Ospedale Regionale Miulli, Acquaviva delle Fonti,

Metropolitan City of Bari, Italy (9); Ospedale Sant'Eugenio, Roma,

Italy (12); Ospedale Maggiore di Crema, Italy (12); Istituto Clinico

Sant'Ambrogio, Milano, Italy (13); Ospedale Civili Guglielmo da Sali-

ceto, Piacenza, Italy (13); Clinica Mediterranea, Napoli, Italy (15);

Ospedale San Francesco, Nuoro, Italy (15); Casa di Cura Villa Verde,

Taranto, Italy (17); St George's Hospital, Londra UK (22); Fondazione

Poliambulanza, Brescia, Italy (27); Institut Mutualiste Montsouris,

Paris, France (33); A.O.U. Citta della Salute e della Scienza di Torino,

Italy (40); Ospedale Cardinal Massaia, Asti, Italy (47); Policlinico

Casilino, Roma, Italy (50); Center Cardiologique du Nord, St Denis,

Paris, France (64); Clinica Montevergine, Mercogliano, Avellino,

Italy (64).
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